1. Introduction {#s0005}
===============

The public's concern about bioterrorism (e.g., the 2001 anthrax attack) and spread of airborne pathogens (e.g., Severe Acute Respiratory Syndrome (SARS) and avian flu (H5N1)) through the aerosol route has increased greatly in recent years ([@bib23]). For example, in 2002 and 2003, SARS caused over 8000 illnesses and 700 deaths, and there is still no adequate treatment ([@bib29]). The recent swine flu outbreak due to a new strain of H1N1 influenza A has caused illness in over 214 countries and resulted in 18311 deaths worldwide as of July 2010 ([@bib10]). On June 11, 2009, the World Health Organization (WHO) raised the pandemic alert level to Phase 6, indicating the onset of a global pandemic ([@bib5]).

One effective method for protection against airborne pathogens during pandemic spread through droplet and aerosol transmission is to wear a filtering facepiece respirator (FFR) certified by National Institute for Occupational Safety and Health (NIOSH). This approach considerably decreases the incidence and severity of infection. The Center for Disease Control and Prevention (CDC) has issued guidelines about the use of face masks and respirators to protect against H1N1 transmission in healthcare facilities ([@bib5]). However, using medical masks and N95 FFRs as countermeasures for bioaerosols has not been demonstrated to provide a complete response: (1) although using surgical masks and N95 FFRs for tuberculosis has been shown to meet CDC guidelines, the same is not true for viral agents such as the swine flu virus. (2) There is no experimental basis upon which the FFR's life span in an H1N1 scenario can be estimated. (3) The stockpile of FFRs will be exhausted in the event of a severe pandemic. CDC estimates that more than 90 million FFRs will be required for healthcare workers in the US if a pandemic influenza event persists for 42 days ([@bib6]).

One possible approach to resolve insufficient supplies of FFRs is to decontaminate the FFRs by applying disinfecting agents/processes, such as microwave irradiation, ultraviolet germicidal irradiation (UVGI), bleach solution, peroxides, etc., and then reusing the decontaminated respirator. To qualify a method to decontaminate an FFR for reuse, one must provide a statistically robust demonstration that the technologies applied do not alter the mechanical properties of the FFR, do not leave any toxic byproduct on the FFR, and achieve at least four-log virucidal efficacy on the materials of construction of the FFR. However, no protocol has been reported for such decontamination testing, a consequence of two main limitations. First, no standard test method has been reported for simulating bioaerosol contamination of the FFRs. Second, the unique properties of bioaerosols generated by respiratory secretions can be expected to affect the efficacy of the decontamination process, and the window of operating conditions affording controlled and consistent properties is not known. Therefore, development and validation of methods that are representative of human respiratory secretions is a necessary condition before one can realistically evaluate techniques for decontamination.

Influenza is commonly thought to be transmitted by three mechanisms (droplet, contact, and aerosol (droplet nuclei)) ([@bib6]). Some diseases (e.g., tuberculosis) are known to be mainly transmitted by the droplet nuclei route, whereas droplet transmission is considered by many to be the dominant route for some other diseases (e.g., mumps), although the actual routes are still being debated ([@bib14], [@bib23], [@bib29]). [@bib22] suggested different roles in influenza between droplet and aerosol transmission. Influenza is mainly spread through droplet transmission by coughing and sneezing from infectious people, while aerosol transmission is important for long-distance and sporadic infection. An infected human can be a source of large droplets generated by coughing and sneezing. During airborne transmission, these droplets will shrink in size with the consequence that both droplets and droplet nuclei contact surfaces. Although many researchers have examined the droplet size generated from humans, the actual size is not clear. [@bib29] reported that most droplets from coughing, sneezing, and talking have diameter between 1 and 20 μm, and these droplets may contract depending on the humidity and medium generated. Viruses in these droplets can aggregate with each other or be encased by the saliva component, both enhancing persistence of viability. Meanwhile, viability of viruses in saliva can be attenuated by an enzyme action ([@bib7]). Therefore, it is important that the transmission medium be factored into the design of the test method.

The focus of this study is to develop a method for reproducibly applying fixed amounts of representative viral particles generated from droplets/aerosols onto FFRs for decontamination testing. This study had specific objectives: (1) to build a droplet/aerosol chamber system that generates droplets/aerosols containing viruses to emulate those from coughing and sneezing, (2) to deliver the droplets and resultant aerosol onto specimens of six commercially available FFRs, and (3) to demonstrate uniformity of deposition within a sample and across independent samples by achieving quarter-to-quarter (Q-T-Q) and sample-to-sample (S-T-S) coefficients of variations (CVs) of less than 20% and 40%, respectively. While the focus of this study was FFRs and a biosafety level (BSL)-I virus, the system was designed to be used with BSL-II microorganisms, which require advanced containment. This fact limited the overall size of the unit, due to the requirement for secondary containment of the test system. The system also has utility outside of FFRs and could be used to load any surface (e.g., a surgical scalpel or glove).

2. Experimental {#s0010}
===============

2.1. Virus and nebulization fluid preparation {#s0015}
---------------------------------------------

MS2 bacteriophage (MS2; ATCC^®^, 15597-B1™) was applied as the first challenging bioaerosol, because it requires only a BSL-I facility. MS2 has a nonenveloped, icosahedral capsid with a nominal diameter of 27.5 nm ([@bib21], [@bib24]). MS2 infects only male *Escherichia coli* (*E. coli*) and is commonly used as a non-pathogenic surrogate for human pathogenic viruses (e.g., poliovirus, influenza A, and rhinovirus), because of its similarity in resistance to antimicrobial agents and ease of preparation and assay ([@bib2], [@bib4], [@bib15]). Freeze-dried MS2 was suspended in deionized (DI) water to a titer of approximately 10^10^--10^11^ plaque-forming units (PFU) per mL and stored at 4 °C.

Artificial saliva was used as the nebulization fluid to emulate droplets generated by coughing and sneezing. Saliva is a very dilute fluid composed of more than 97% water, plus electrolytes, proteins, and enzymes ([@bib7]). A variety of inorganic ions maintain osmotic balance and offer buffering ([@bib7], [@bib8], [@bib16]). The compounds and their corresponding amounts of artificial saliva are listed in [Table 1](#t0005){ref-type="table"} ([@bib1], [@bib11], [@bib25], [@bib28]). Mucin from porcine stomach (Sigma--Aldrich, M1778) was chosen as the representative mucus stimulant ([@bib26]).Table 1Composition of artificial saliva (based on 979 mL of DI water).Chemical speciesAmountChemical speciesAmountMgCl~2~·7H~2~O0.04 gKSCN0.19 gCaCl~2~·H~2~O0.13 g(NH~2~)~2~CO0.12 gNaHCO~3~0.42 gNaCl0.88 g0.2 M KH~2~PO~4~7.70 mLKCl1.04 g0.2 M K~2~HPO~4~12.30 mLMucin3.00 gNH~4~Cl0.11 gDMEM[a](#tbl1fn1){ref-type="table-fn"}1.00 mL[^1]

2.2. Test material {#s0020}
------------------

Six different models of FFRs approved by NIOSH were employed in this study. Three of those models were also approved by the Food and Drug Administration (FDA) as surgical devices. Each type of FFR has different characteristics, such as number of layers, hydrophilicity, and physical shape. Prior to an FFR testing, 110-mm diameter discs of flat glass-fiber filter (Gelman Science, 61630) were used to determine workable operating conditions of virus concentration, flow rate, and loading time.

2.3. Droplet/aerosol loading system {#s0025}
-----------------------------------

A droplet/aerosol loading system was custom built for this study with the following requirements: (1) the width and height are less than 120 cm so that it can be placed in a biosafety cabinet; (2) parts can be easily disassembled for sterilization; (3) droplets/aerosols can be distributed uniformly onto substrates; (4) the droplet size distribution is consistent; (5) environmental conditions that can affect the droplet size, such as relative humidity (RH) and temperature, can be controlled. The schematic design of the loading system is shown in [Fig. 1](#f0005){ref-type="fig"}. The system consists of a chamber body, an ultrasonic generator (241 T, Sonear^®^, Farmingdale, NY) for producing the droplets, a bubbler for generating moisture, compressed cylinder air for controlling RH and diluting virus concentrations, an RH meter for measuring humidity, a six-port manifold for distributing the aerosols, a thermometer for measuring temperature, and six supports to hold the flexible-form FFRs during loading ([@bib3], [@bib13], [@bib15]). This system can also include a charge neutralizer (Model 3012, TSI Inc., Shoreview, MN). The chamber body was fabricated from stainless steel sheet with welded seams to withstand the high temperature for sterilization. The turntable and six perforated sample plates were employed to increase uniformity of deposition. The particle size distributions (PSDs) were measured by an aerodynamic particle sizer (APS; Model 3321, TSI Inc., Shoreview, MN) through a port on the side of the chamber.Fig. 1Schematic diagram of droplet loading system: (A) entire system, (B) distributor on top, (C) turntable, (D) air outlet at bottom ((a) and (b) are needed only in certain conditions).

2.4. Chamber operation and determination of operating conditions {#s0030}
----------------------------------------------------------------

Before and after experiments, the chamber was decontaminated by wiping the interior of the chamber with isopropyl alcohol, then allowing the chamber to set for 30 min. Six samples were placed onto the supports on the turntable using sterile forceps. Theoretically, a titer of around 10^7^  PFU/mL in the ultrasonic nebulizer with 5-min loading time should provide sufficient loading density (\>10^3^  PFU/cm^2^). The titer was prepared by adding 0.3 mL virus stock suspension into 30 mL artificial saliva. The droplets from the ultrasonic nebulizer after passing the distributor entered the chamber through six inlets. The size of droplets generated and loaded can be affected by the frequency of the ultrasonic generator and by environmental conditions such as RH and temperature. For this study, the frequency of the generator was 2.4 MHz and the environmental conditions were 20±2 °C and 35±5%. Low RH was chosen because the survivability of MS2 is high under this condition. After loading, the residual droplets were allowed to clear for 5 min, and the FFR samples were taken out for extraction and assay.

Various operating parameters were evaluated to determine the conditions that would provide desired droplet characteristics, including loading time (1--30 min), virus titer (10^7^--10^8^  PFU/mL), turntable speed (0--3 rpm), airflow rate (1--5 Lpm), and mucin concentration (0.3--0.9%). The loading density was controlled by adjusting the loading time and the titer of the virus suspension. To evaluate how viability of the virus is influenced by the ultrasonic process, bioaerosols produced at different times were collected by a Biosampler and their viability was compared. The turntable speed was varied to determine its relationship with uniformity. Flow rate and mucin loading were also varied to investigate their effects on the consistency of delivered droplets. Three runs were carried out for each set of conditions.

After loading with virus, each filter sample was cut into four equal quarters. Each quarter was immersed in 25 mL of extraction medium in a 50-mL conical tube. A 0.25 M glycine solution was applied to extract MS2 from the quarter sample with agitation by a wrist-action shaker (Model 75, Burrell Scientific, Pittsburgh, Pa.) at a 10° angle for 15 min to analyze the loading density (these conditions showed the best extraction efficiency in preliminary testing). The extracted solution was assayed by using the single-layer method ([@bib12]) to determine the loading density according to Eq. [(1)](#eqn1){ref-type="disp-formula"} with the assumption of 100% extraction efficiency$$LD = \frac{PFU}{10^{- n}}\frac{V_{1}}{V_{2}}\frac{4}{\pi d^{2}}$$where LD is the loading density, *V* ~1~ is the volume of extraction solution, *V* ~2~ is the volume of sample, *d* is the diameter of the filter, and *n* is the number of dilutions ([@bib18]). To visualize the particle loading, scanning electron microscopy (SEM, JEOL JSM-6330F, JEOL Inc.) of the filter was done before and after loading particles.

2.5. Statistical analysis {#s0035}
-------------------------

The Q-T-Q and S-T-S CVs of loading density were obtained to evaluate the uniformity. R2 8.1 software (CRAN) and Microsoft Excel^®^ were used to calculate one-way analysis of variance (ANOVA) and CV, respectively.

3. Results and discussion {#s0040}
=========================

3.1. Determination of operating conditions {#s0045}
------------------------------------------

The impact of ultrasonic nebulization on viability of virus in the nebulizer reservoir was investigated by measuring the viable counts over time. The results present no significant difference in virus viability between 0 and 30 min (*p*=0.10) (data not shown). Apparently, the heat shock from ultrasonic vibration did not cause damage to the MS2 in the reservoir during droplet generation. To determine the effect of ultrasonication on virus during droplet generation, viability of the viruses collected in the BioSampler after 5 and 10 min of generation was examined. The theoretical concentration in the BioSampler after 5 min of nebulization is 3×10^5^  PFU/mL when the virus titer in the reservoir is 1.0×10^7^  PFU/mL. The 5-min time-weighted (0--5 and 5--10 min) average concentration of collected viruses in the BioSampler was approximately 3.2×10^5^  PFU/mL, which is similar to the theoretical value. As demonstrated, the ultrasonic nebulizer can be used to produce droplets containing MS2 virus without adverse effects on viability.

[Fig. 2](#f0010){ref-type="fig"}a displays the virus loading density as a function of loading time and [Fig. 2](#f0010){ref-type="fig"}b shows the loading density as a function of the viral titer. As shown, the loading density had a linear relationship with time and with virus titer in the nebulization medium, as expected based on the initial viability tests. The results show that these two parameters can be adjusted to acquire a desired loading density. It should be noted that in determining the loading density the extracted fraction was assumed to be 1; however, different types of FFRs will have different values that depend on the material property and structure.Fig. 2Loading density as a function of (A) loading time and (B) virus titer in the nebulizer.

The uniformity tests were conducted with the turntable at various speeds because [@bib19] observed increased uniformity of CV from 4.3% to 1.5% when they rotated their aerosol chamber at 0.56 rpm. [Fig. 3](#f0015){ref-type="fig"} shows the CVs from three runs as a function of turntable speed. The variation of the CVs was somewhat larger than [@bib19] reported due to variability working with a viable system (MS2) vs. a non-viable system (PSL and dust).Fig. 3CVs for Q-T-Q and S-T-S as a function of turntable speed.

The flow rate (2 Lpm) of this work is much lower than the rate (100 Lpm) used by [@bib19], and delivers a distribution of droplets that is sufficiently uniform (CV\<20%) even without the turntable, which appears to provide a moderate decrease in CV with increasing rotation rate. The difference among the six positions was not statistically significant (*p*=0.73) for flat-sheet glass-fiber filters. The reason for this uniformity is likely because settling is the dominant mechanism for large droplets in our system and a six-port distributor delivered the bioaerosols. A straight fog stream was observed through the front window during the loading. Therefore, the turntable speed was not an important parameter to meet the uniformity criteria when the flatsheet filter was employed. The deposition of the particles on FFRs after loading for 1 min was also confirmed by an SEM. As shown in [Fig. 4](#f0020){ref-type="fig"}, particles were randomly distributed on fiber surface without any specific pattern.Fig. 4Scanning electron microscopy images (250×) of an FFR (A) before loading and (B) after loading for 1 min.

The criterion for minimum loading density --- 10^3^  PFU/cm^2^ --- was achieved for all conditions tested and could be easily increased if needed. Based on these results, the operating conditions to be discussed later were chosen to be 5-min loading time at a titer of 10^7^ PFU/mL and 2 rpm turntable speed.

3.2. Droplet size distribution {#s0050}
------------------------------

[Fig. 5](#f0025){ref-type="fig"} shows the size distribution of droplets generated by the ultrasonic nebulizer at different flow rates. The size distributions of droplets generated at 1--3 Lpm were similar, with count median diameters (CMDs) and mass median diameters (MMDs) of 3.5 and 10 μm, respectively. The droplet size distributions at 4 and 5 Lpm were slightly shifted to a smaller diameter. Bimodal distribution was observed in the mass-based size distribution, with modes at 4--6 μm and over 20 μm. The theoretical CMD from the ultrasonic nebulizer can be determined from Eq. [(2)](#eqn2){ref-type="disp-formula"} ([@bib17])$$d_{p}(\text{CMD}) = 0.\text{73}\sqrt[3]{\frac{\sigma}{\rho f^{2}}}$$where *d* ~*p*~ is the nebulized droplet size, *σ* is the surface tension of the liquid, *ρ* is the density of the liquid, and *f* is the frequency of the nebulizer. As shown, the droplet size is independent of the flow rate. The gentle airflow within 1--3 Lpm just carries the aerosol away from the liquid surface. However, at a higher flow rate, the larger volume of dry dilution air promotes evaporation, and therefore results in a smaller droplet size. To generate droplets of other sizes, the frequency can be adjusted. For example, droplets are expected to be 12.1 and 6.6 times larger, respectively, when lower frequencies of 60 or 150 kHz are used instead of 2.4 MHz ([@bib17]).Fig. 5(A) Number- and (B) mass-based size distribution of droplets generated by ultrasonic nebulizer at five flow rates.

The mucin concentration also plays an important role in determining the initial droplet size because it affects surface tension and density of the artificial saliva used. Mucin at 0.3% was chosen for the artificial saliva in this study to match the protein content in human saliva. Increasing the mucin concentration threefold would reduce the median size to 40% of its original size because of the decrease in surface tension. In summary, the droplet size can be controlled by adjusting the composition of the spray medium, the frequency of the ultrasonic generator, and the flow rate.

The droplet size decreases from the point of generation at the ultrasonic nebulizer all the way to the filter surface due to evaporation, and the size deposited depends on the environmental conditions (i.e., temperature and RH). The flow rates of the ultrasonic generator, dilution air, and temperature of the bubbler can be used to control RH, and heating tape (part (b) in [Fig. 1](#f0005){ref-type="fig"}) can be used to adjust the temperature. [Fig. 6](#f0030){ref-type="fig"} displays the droplet size distribution generated and loaded at 2 Lpm through the aerosol generator plus 3 Lpm dry air to provide 35% RH. For this condition, the cylinder air without a bubbler was applied to achieve the low-RH condition. The MMDs for droplets generated and loaded were 9.2 and 3.2 μm, respectively, with corresponding CMDs of 3.4 and 1.8 μm, which are similar to the droplet size reported in the literature ([@bib29], [@bib20]) to have been generated by humans. The droplet's residence time is 0.13 s when settling is considered the main mechanism acting in this chamber. The droplet's theoretical lifetime at 35% RH is around 0.15 s, which means that droplets just reaching the FFR are almost completely evaporated. The size of a completely evaporated droplet can be calculated according to Eq. [(3)](#eqn3){ref-type="disp-formula"} $$d_{p} = d_{d}\sqrt[3]{F_{v}}$$where *d* ~*p*~ is the diameter of the aerosol particle and *F* ~*v*~ is the volume fraction of solid material in the suspension in the nebulizer. For 0.3% mucin, the volume fraction is 2.08×10^−2^, so *d* ~*p*~ is calculated to be 2.6 μm when *d* ~*d*~ is 9.2 μm. The reason the measured value is higher than the theoretical value is an incomplete evaporation. After running the experiment, we noted that the filter surface was slightly damp, which is consistent with the above interpretation.Fig. 6The number- and mass-based particle size distribution of generated droplets and loaded droplets at 2 Lpm through the aerosol generator plus 3 Lpm dry air and 2-rpm turntable speed.

3.3. Loading onto NIOSH-certified FFRs {#s0055}
--------------------------------------

The CVs for uniform deposition of droplets/aerosols onto substrates for six different FFRs were calculated by analyzing the infectivity of viruses extracted from the loaded filter ( [Table 2](#t0010){ref-type="table"}). The flexible nature of the FFRs makes it difficult to achieve deposition on the same spot with the same shape each time. Therefore, a holding medium is necessary to achieve low CV values. Even for fixed-form FFRs, some inherently cannot produce equal quarters because the shape is not symmetric. Operational variation while cutting the sample (e.g., uneven quarters) can also contribute to larger CV values. Consequently, the CV for Q-T-Q was higher than that for S-T-S over all FFRs. It is possible to use circular areas punched from an FFR so that the difference in shape will not influence the results. However, this was outside the scope of the study, which aimed to evaluate decontamination effectiveness using an entire FFR. Nevertheless, the average CVs for both Q-T-Q and S-T-S for all FFRs were lower than the criteria --- 20% and 40%, respectively --- demonstrating the system's ability to consistently load the test agents. [Table 2](#t0010){ref-type="table"} also displays the results of the loading densities. As shown, all sets had sufficient quantity to meet the threshold criteria.Table 2Loading density and CVs of Q-T-Q and S-T-S for six different FFRs (*N*=3, criteria of CV for Q-T-Q and S-T-S: 20% and 40%, respectively).ShapeTypeNo.Loading density (PFU/cm^2^)CV for Q-T-Q (%)CV for S-T-S (%)Fixed*P*[††](#tbl2fn1){ref-type="table-fn"}12.3×10^3^±0.3×10^3^12.07±2.749.05±2.22*P*22.9×10^3^±0.2×10^3^10.92±2.095.89±0.68*S*[‡‡](#tbl2fn2){ref-type="table-fn"}31.0×10^3^±0.1×10^3^15.41±6.89[⁎](#tbl2fn3){ref-type="table-fn"}10.12±3.75[⁎](#tbl2fn3){ref-type="table-fn"}*P*42.6×10^3^±0.2×10^3^18.04±2.976.94±3.26  Flexible (duckbill)*S*51.2×10^3^±0.1×10^3^13.70±1.599.17±3.86*S*61.8×10^3^±0.2×10^3^13.19±7.1910.27±1.71[^2][^3][^4]

Due to differences in surface properties, the loading density of different respirator models can be different even when the same operating conditions are applied. [Fig. 7](#f0035){ref-type="fig"} shows the extraction efficiency of three different FFRs at various extraction times. Different layer structures and properties of the FFRs are responsible for the differences as discussed. The shape of the FFR is another reason for differences in loading density. The loading density reported in [Table 2](#t0010){ref-type="table"} was calculated based on the FFR's projected area. The FFR, having a duck-bill shape, showed a lower loading density owing to its different curvature. As shown, both factors can affect loading density. Nevertheless, the loading density can be easily met in a controlled fashion using the specified conditions, and can be conveniently increased by adjusting the loading time, virus titer, or both.Fig. 7Recovery of viable MS2 as a function of extraction time for three FFRs.

4. Conclusions {#s0060}
==============

A simple system for producing, delivering, and loading of consistent challenges of droplets/aerosols containing virus onto FFRs has been developed and assessed. The respective CVs for S-T-S and Q-T-Q for the six NIOSH-certified FFRs tested were 8.57 and 13.89, lower than the criteria --- 20% and 40%, respectively. The droplet size can be altered by tuning the frequency of the ultrasonic nebulizer, by changing the composition of the dispersion aerosolized, and by adjusting the temperature and RH inside the chamber. Droplets emulating bioaerosols released during coughing and sneezing can be produced using specific conditions and the loading density can be achieved by controlling the loading time and the virus titer in the nebulization medium. This system allows for development and validation of a standard method for loading bioaerosol challenges when different decontamination techniques are to be compared. It also has utility for loading surfaces to study fomite transmission and reaerosolization of particles from surfaces. It can be further applied to generate and load droplets and aerosols of different sizes and to load onto materials other than FFRs.
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[^1]: DMEM: Dulbecco's modified Eagle's medium.

[^2]: *P*: particulate respirator.

[^3]: *S*: surgical respirator.

[^4]: *N*=2.
